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brenner metal products corp.

16 main avenue wallington, new jersey 07057 (201) 778-2466
telex 133511

Il1lumivator, X—-Ray Film Fluorescent

NEN &525-01-230-0603

Conmtract No. DLALEZO-B6-C-8021
DLAIZO—-87-C—-B8501
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NGN &525-01-147—-0603
ILLUMINATOR, X-RAY FILM FLUORESCENT

This Maintewmarce and Operating Marnuwal is for an
Illumiviatcr used ivm the viewing of medical x-ray film of
all sizes up to and incliuding 14 x 17 inch sheets.

GENERAL.

This Illumirnator is capable of being attached toc a wall,
free standing (desk mounted) or cormmected together tao
form & multiple sectiom illumiviator up ta a maximum of
six modules. Storage indocors is recommended with no
concern to the high/low temperature range.

The dimersicorms of the Illuminator are 18—-1/2" x 18-1/8" x
3" with a cube of 1.2' and the weight is 16 lbs.

UNPACK ING

{a) Examine package for sigmns of damage o raough
harndling.

{h)  Unpack carefully making sure ta remove the multiplex
nplate before discarding container.

() Examnine for interrnal damane.

{d) If Illuminator is damaged, submit apprapriate
reports.

INSTALLATION

{(a) If is desired to cormect urnits together remoave two
rubber pads from the bottom adjacernt ta the buttirnos
sides of each of the two urnits to be cormected. Use
the commecting plate to lock the two urnits together
by re—imstalling the rubber pads.

{b) Insert the lire covd plug inmta a 110/230 AC cutlets.
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POWER_SUPBLY

110/230 Valt RAC S50/60 HZ

OPERATING INSTRUCTIONS

RAfter the unit is energized by the appropriate power
scource turm taggle switch or. Film is ther irmserted into
the comtinucus ball type film halder. THIRD WIRE GROUND
MUBT NOT EE BYPASSED. UNIT MAY NOT OPERATE IF EBYPASSED.

MOINTENANCE

Whenrn recessary the illuminator can be clearmed usivg any
mild household detergent. If bulbs burrn cut replace with
the same type as the ariginal. Ta replace bulbs, remave
three screws fastevning film holder, then remave screen.
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{a) Check to see if unit is praoperly plugged inta ground
receptacle.

{b) check to see if fluorescent tubes are praperly
seated inm sockets.
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